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Clearstream Technologies Ltd. Special 510 (k) Bantam 280mm

Performance Standards
Performance testing was carried out in compliance with ISO 10555-1 (# 6-6161).

Device Description

The Bantam (280mm balloon lengths) catheter is a standard over-the-wire PTA catheter.
The co-axial catheter has a balloon located near the distal tip. One lumen is used for
inflation of the balloon, while the internal lumen allows access to the distal tip of the
catheter for guidewire insertion (max 0.018"). The balloon expands to a known diameter at
specific pressure.

Indications for Use

Balloon dilatation of the femoral, popliteal and infra-popliteal arteries. These catheters are

not designed to be used in the coronary arteries.

Substantially Equivalent Devices
The following devices are substantially equivalent predicate devices:

* Bantam K093139

Comparison to predicate device
The predicate device is the same as the Bantam (280mm balloon lengths) in material
composition, design, intended use and functionality. The Bantam (280mm balloon lengths)
includes the addition of longer balloon lengths to the product range. A dimensionally
differing outer will also be included to facilitate these longer balloons.

Brief Comparison Summary
To demonstrate substantial equivalence of the applicant Bantam (280mm balloon lengths) to
the predicate devices, technological characteristics and performance criterion were
evaluated using in vitro testing as indicated below:

In Vitro Testing

Using FDA guidance and ISO standards on non-clinical testing of medical devices the
following in vitro tests were performed:

*Visual and functional testing
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* Catheter Body Diameters

* Inflation/Deflation time

" Introducer sheath withdrawal

* Leak and rated burst pressure testing

" Guidewire lumen stability test

* Tensile testing - Hub bond

* Tensile testing - proximal bond

* Working surface

" Balloon compliance

* Average burst

The results from these tests demonstrate that the technological characteristics and
performance criteria of the Bantam (280mmn balloon lengths) OTW PTA Catheter are
comparable to the predicate device and that it can perform in a manner equivalent to
devices currently on the market for the same intended use.

Conclusion (Statement of Equivalence)
Clearstreamn Technologies Ltd. believes that the data and information presented in this
application, including in vitro testing, and numerous device similarities support a
determination of substantial equivalence, and therefore market clearance of the Bantam
(280mm length balloon) OTW PTA Catheter through this 5 10(k) Premarket Notification
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Dear Ms. Lochner:

We have reviewed your Section 5 10(k) prernat-ket notification of intent to market the device
referenced above and have determined the device is Substantially equivalent (for the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of' the Federal Food, Drug,
and Cosmetic Act (Act) that do not require approval of a premnarket approval application (PMA).
You may, therefore, market the device, subject to the genera! controls provisions of the Act. The
general controls provisions of the Act include requirements for annual registration, listing of
devices, good manufhcturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRI-I (loes not evaluate information related to contract liability
warranties. We irmind you, however, that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class If (Special Controls) or class III (PMA), it
may be sub ject to additional controls. Existing major regulations affecting Your device can be
found in the Code of Federal Regulations, Title 21. Parts 800 to 898. In addition, FDA may
publish further announcements concerning your device in the Federal Register.

Please be advised that FDA's issuance of a Substantial equivalenee determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
or any Federal statutesand regulations administered by other Federal agencies. You must
comply with all the Act's requirements, including, but not limited to: registration and listing (21
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CF R Part 807); labeling (2 1 C FR Part 80 1) medical dev ice reporting, (reporting ofimedical
device-related adverse events) (2 1 CF-R 803); good mnanufa~cturing practice requiremenIts as Set
forth in thle quaility sy'stems (QS) regulation (2 1 C FR Part 820); and if applicable, the electronic
product radiation control provisions (Sections 53 1-542 of the Act); 21 C1FR 1000-1050.

If you desire specific advice for yourI device Onl our labeling regulation (2 1 CER lPar 1801). please
go to hitup://vwww.t'cla.,-ov/Abtr~tF-DA/CenitersOlffices/CDRHI-/C DRZHI'-[~fcCS/ticmI IS 809.htm for
the Center for Devices and Radiological Health's (CDRI-'s) Office of Compliance. Also, please
note the reg'ulationl entitled. "Misbrandin" by reference to premarket notification" (21 CFR Part
807.97). For questions regarding the reporting of adverse events under the N4DR regulation (2 1
CFR Part 803), please go to
lhttp:H//wvw.fda.u-o iv/ccicallDe\vices/Sztfet\v/ReijortaLflob]lm/defanILit.tt f'or the CDRI-I s Office
Of Surveillance and [3iomictricsfDivision of Posimarket Surveillance.

You may obtain other general informnation Onl your responsibilities Under the Act ftrm the
Division of Smal Mlann faIc[Urers. International and ConIsumFer Assistance at its to! I-free number
(800) 638-2041 or (301) 796-7 100 or at its Internet address

Sincerel\, Yours,

1 a ). Zuckerman, M/.D.

Division of Cardiovascular Devices
Office of Device Evaluation
Center for Devices and

Radiological HeIalth

Enclosure
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1Ind1icationls for Use

510(k) Numbii er (it' knFown): V-1 I 93c

Device N a nc: 13an tamn 01W [TA Catheteris

Ind icatiouns for Use:

Balloon dilatation of the femnoral. popliteal and infira-popliteal arteries. These catheters
arc not designed to be used in the coronary arteries.

Prescription Use __XX ADO Over-The-Counter Use ____

(Part 21 CFR 801 Subpart D) AN/R (21 CFR 801 Subpart C)Q

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE:
IF NEEDED)

Concurrence of CDRH-, Office of Device Evaluation (ODE)

'ivision Sign-Off)

..,visiofl of Cardio-vascular D,.,

I 0(k) Number4L k 3


